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Instructions For Use - EMP 400 ECO-T
Before using this product, please read the following information carefully

IMPORTANT!
1) A 15mm Trocar is required for deployment.
2) This IFU is designed to assist using this product. It is not a reference to surgical techniques.
3) This device is designed, tested and manufactured for single use only. Reuse, reprocessing and/or re-sterilisation of this device.

4) All Espiner devices are latex free and sterilised using Ethylene Oxide.

WARNINGS
Uterine tissue may contain unsuspected cancer. The use of laparoscopic power morcellators during fibroid surgery may spread cancer, 
and decrease the long-term survival of patients. This information should be shared with patients when considering surgery with the use 
of these devices.
1) When using power morcellators, the Espiner Tissue Retrieval System should be used under direct vision.
2 ) Maintain adequate insufflation of the sac throughout the morcellation procedure, to reduce the risk of injury to internal structures.
3) When using the Espiner Tissue Retrieval System in conjunction with powered morcellators, cutting instruments or exposed blades, 
care must be taken to avoid damaging the sac.
4) Laparoscopic surgery should only be performed by physicians who are thoroughly trained in laparoscopic techniques, precautions 
and corrective actions in the event of a failure.
5) Dispose of all used products using standard hospital practices for biohazard control.
6) Do not use after expiry date shown on label.
CAUTION: Do not use if the sterile barrier is damaged or broken

CONTRAINDICATIONS
1) There are no known contraindications.

may lead to its failure and subsequent patient infection/injury.
 

Deployment

Finally push sleeve through.
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Two possible methods of deployment are shown below:

OR;

                        Start to roll the sac, moving 
towards the side sleeve.  

                        Keep rolling the sac as tightly
as possible.

                        Use forceps to push the end of 
the sac into the trocar.
Keep pushing, until the sac is
completely inside the abdomen.
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     Tips
 
• The coloured tabs around the mouth of the sac, can be used to orientate the sac before 

capture of the specimen. 
• The orange marker is recommended to be anterior as it depicts where the drawstring is.
• The green tab should be on the right hand side and portrays which side of the bag the 

sleeve is. 

Deploy sac base first, using the
white handling tab provided.

Use the blue looped tab to
continue loading.
 Note: The green looped tab may 
also be used if appropriate.



When insufflation is satisfactory,
morcellation can begin.

Withdrawal of sac
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This device is only to be used by surgeons experienced in the specific techniques required by these medical devices.

                                       Caution: Federal (USA) and European Union law 
restricts this device to sale, distribution and use by 

or on the order of a physician
 
 

Morcellation

Insert 5-10mm trocar and camera 
                        within sleeve. Re-attach 

insufflation to this port.

                                 The ‘blue camera sleeve locator’ 
        may now be cut away. 
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After morcellation, insufflation
can be turned off and camera 
removed.

Secure the sleeve using the 
suture drawstring.

Tie knot as close as possible to
distal end of camera sleeve.
Important: Re-insert the camera
to observe sac removal.
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To remove the sac and 
remaining contents, pull mouth 
using a ‘rocking motion’ to 
dispel air.
 
 

Continue to pull under direct 
vision until sac and contents are 
clear of patient.

                         Use the ‘blue camera sleeve 
locator’ to extract the camera 
sleeve. 

Use of camera sleeve

                  Open sac mouth just outside
of the abdomen.
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Post tissue capture - Pull 
drawstring to close sac 
mouth and continue to extract 
through trocar.

IMPORTANT: Direct vision should be on the morcellator blade at all times

The drawstring is designed for 
sac closure. Do not exceed the 

breaking strain of 8kg 
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                      TIP: If the camera sleeve is 
twisted, insufflate through the
mouth of the sac first.

Camera
sleeve

Mouth
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